
 

PlateQuality v1.1.3 to v2.0 Upgrade 
 
 
The new PlateQuality 2.0 software offers with respect to the former version 1.1.3 the following 
additional features: 
 
Increased operating system support: 

• PlateQuality 2.0: Windows 2000, Windows XP and Windows Vista.  
• PlateQuality 1.1.3 is not running on Microsoft Vista 

 
Increased measurement device support 

• PlateQuality 2.0: PlateScope v6.1 or higher, iCPlate2 X, iCPlate2 XT, iCPlate II Basic 
and iCPlate II Advanced 

• PlateQuality 1.1.3: Only iCPlate II Basic and Advanced 
 
 
 
 
 
Upgrade Procedure: 
 

1. Install PlateQuality 2.0 on your computer 
 

2. If you are using an iCPlate2, upon first time start and connecting to the device, you will 
be asked for an activation key. Please enter the serial number of your PQS 1.1.3 USB 
Dongle (number on yellow label on dongle). 

 
3. To convert the PlateQuality 1.1.3 database to the new PlateQuality 2.0 database format, 

please use the PlateQuality Database Migration Tool, available to download from the 
support section on www.xrite.com/platescope . 

 
 
 

 

http://www.xrite.com/platescope

